[Fibrinogen determination by the Clauss method. Reagents and analyzers].
The Clauss method was recommended by the WHO to measure plasma fibrinogen levels. The purpose of this study was to assess the application of test systems made by the RENAM Research-and-Production Association (Moscow) on different types of clinical laboratory analyzers to measure fibrinogen by the Clauss method. The calibration line is shown to be of major value in obtaining correct results on each coagulometer. The findings suggest the accuracy and reproducibility of the determination of fibrinogen concentrations by the Clauss when the REHAM test systems are used to measure fibrinogen concentrations on various analyzers if accurate calibration lines are obtained.